PIGNOLET INSTRUMENTS 

ACCURATE 

COMPACT 

INEXPENSIVE 

Voltmeters, Ammeters and 
Volt-Ammeters 

PORTABLE AND SWITCHBOARD TYPES 
FOR ALTERNATING AND DIRECT 
CURRENT. 



OUR NEW MODEL P. 

The handiest Direct and Alternating Current Portable 
Meter made; 6" long, 5" wide, 3" deep; weight less than 
3 lbs. 

We also make several styles of Pocket Meters; 4]/^' 
long, 3*4" wide, i%" deep, with an extra long scale per¬ 
mitting close readings. 

Send for complete Catalog and Directions for Testing. 

L. M. PIGNOLET 

Cor. Cortlandt and Washington Streets 
NEW YORK, N. Y. 
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